














6 Troubleshooting the Convertible I-1000

€ Trouble? First make these checks.

Before contacting your dealer for repair, please make the following checks:

Trouble Check Correction Page
Battery Charge 11
Does not move
Caster lock Release caster lock. 19
Does not go Position of caster | Use the steering lock function of 19
straight control pedal casters.
Headrest not Lever position Correct lever position. 15-17
locked
Angle of leg rest Lever position Correct lever position. 18

not adjusted
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7 Maintaining the Convertible I-1000

Checks and maintenance

1. Checks
Barton Convertible chairs are designed for enhanced safety and durability. Yet they
are not totally free from wear and tear resulting from environmental conditions,
duration of use, and rough handling. For increased product longevity, periodically
inspect all parts and replace them as needed.

2. Maintenance
Moisture can cause rusting and noise. Take care to wipe off any moisture present on
the Convertible.

€ Cleaning the Convertible I-1000

WARNING: Gloves and protective clothing should always be worn when
carrying out cleaning procedures.

All surfaces can be cleaned by wiping with a disposable cloth moistened
with hand hot water and a neutral detergent. Rinse using clean water, dry
with paper towels.

When used by a patient known or suspected of having an infection this
piece of equipment should be disinfected. After washing, wipe over with
Sodium Dichloroisocyanurate (NaDCC) at 1,000 ppm of available chlorine
(or other chlorine releasing agent). Alternatively wipe over with a 70%
Isopropyl Alcohol wipe.

Cautions

- Do not use Hypocarbonate or Phenol based cleaning agents

- Do not use any volatile liquids such as thinners or petroleum

- The chair must not be pressure washed

- Do not use abrasive compounds or pads.

- Tests show undiluted Dettol may damage paint and plastic parts if prolong
contact is allowed.



Fabric Cleaning Recommendations

WARNING:

- Gloves and protective clothing should always be worn when carrying out
cleaning procedures.

- Before using any cleaning product, test it on an inconspicuous area of
fabric. Never use any volatile fluid (thinner, gasoline, etc.) that could
cause discoloration or deterioration.

Cleaning:

- Do not use harsh cleaners or solvents

- Wipe fabric clean with neutral detergent and lukewarm water or with a
sodium hypochlorite solution (0.1% or 1000 ppm available chlorine).
Rinse thoroughly and allow drying before return to service.

- To control or prevent odor on long term incontinent applications, clean
daily.

Disinfection:

- Most phenolic or quaternary type disinfectants can be used. User must
dilute disinfectants and germicides in accordance with manufacturer's
instructions.

- lodophor type disinfectants (i.e. Betadine) will stain fabric.

Machine laundering or drying is not recommended

The performance of the fabric may be adversely affected by permitting any
cleaning agent to remain in contact with the fabric for a prolonged
duration or a failure to adequately rinse the agent from the fabric.

Maintenance of batteries:

The batteries are to be replaced after 4 years at the latest. Perhaps
earlier, dependent on the pattern of use. Frequent and high-powered
discharges reduce the battery life. For optimum lifetime the product must
be connected to the mains voltage as often as possible. The batteries
must be charged at least every 3rd month - otherwise they will be
damaged in due to self-discharge. It is recommended to test the battery
function at least once every year.
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8 Specifications

Product name

BARTON Patient Transfer System

Model:

I-1000

Maximum occupant weight:

10001b(450kg)

Overall length

Fully reclined with headrest and footrest fully

(max) extended: 84in(213.36cm)
Overall length Fully reclined with headrest and footrest not
(min) extended: 74in(187.96cm)

Overall height
(max)

Fully upright at highest headrest position: 61in(154.94cm)

Fully reclined: 31.25in(79.37cm)

Overall height
(min)

Fully upright at lowest headrest position: 52in(132.08cm)

Fully reclined: 27.25in(69.21cm)

Overall depth

Fully upright with footrest down: 47.5in(120.65cm)

Overall width 38.8in(98.55cm)
Seat width 33in(83.82cm)

Seat depth 26in(66.04cm)

Net weight 310Ib(140.90cm)
Shipping weight 345Ib(156.81kg)
Back angle 0° to70°

Tilting angle 0° to17°

Headrest adjustable | 0 to 5in(0 to 12.7cm)
height

Footrest adjustable | 0 to 5in(0 to 12.7cm)
height

Materials Caster

6in (15cm) diameter

Frame steel tubing & aluminum
Cushion Nylon fabric with a blended neoprene/butyl
rubber coating (antibacterial)
Urethane foam inside
Battery Control box Ambient temperature: 41F to 104F (+5°C to +40°C)
control Duty cycle: Max.10% or 2 min. in continuous use
then 18 min. without use.
system Output voltage: 24V DC
Charger Ambient temperature: 41F to 104F (+5°C to +40°C)
Mains voltage: 100 - 240V/50 - 60 Hz
Battery Ambient temperature: 41F to 104F (+5°C to +40°C)

Battery capacity: 12V DC, 2X2.9 Ah
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9 Warranty and service

About the product warranty

1

The warranty on this product appears at the end of this manual. After
entering the necessary information, your dealer should hand it to you.
Please read the warranty information carefully and save it for future use.
The warranty period is three years from the day of purchase for the frame

and one year for wear items and other materials. For inquiries about repairs
within the warranty period or after-sale service, please contact your dealer

or Barton Medical. For repair, you need to provide the following information:

Your name, phone number, and address
Product name and the date of purchase (see the warranty)
Detailed description of trouble or abnormality

For repair after the warranty period, please contact your dealer or Barton
Medical for information. If it is determined that a repair can restore the

product to normalcy, will be carried out for regular payment at your request.

Warranty

<Customer> <Dealership>
Name: Name:
Address: Address:
Phone No.
Phone No.
<Warranty Period> Seal:
One Year from date of purchase Serial No. (on back of seat)
( )

€ This warranty promises repair based on the following rules.

1.

When any malfunction has arisen during the warranty period, ask your dealership for
repair by returning the product along with this warranty. The warranty is void, however,

if any entry in it (date of purchase, name of your dealership, etc) is missing. Therefore, be sure to check the

entries when you have purchased your equipment.

When you cannot ask your dealership for repair because you have changed your address (MOVING HOUSE)

or the product was a present to you, inquire about after-sale service.

This warranty will not be reissued, so store it in a safe place.

BART: ;N

MEDICAL CORPORATION
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BARTON CONVERTIBLE I-SERIES CHAIR

LIMITED WARRANTY

PLEASE NOTE: THE WARRANTY BELOW HAS BEEN DRAFTED TO COMPLY WITH FEDERAL LAW

APPLICABLE TO PRODUCTS MANUFACTURED AFTER JULY 4, 1975.

This warranty is extended only to the original purchaser/user of our products.

This warranty gives you specific legal rights and you may also have other legal rights, which vary from
state to state.

Barton Medical warrants the chair frame to be free from defects in materials and workmanship for a period
of three (3) years from date of purchase. Wear items including, but not limited to: upholstery, casters,
locking cylinder, release cable, recline release handle, guide rod wear strips, and seat frame wear collars
are warranted to be free of defects in material and workmanship for a period of one (1) year. If within such
warranty period any such products shall be proven to be defective, such product shall be repaired or
replaced, at Barton Medical's option. This warranty does not include any labor or shipping charges
incurred in replacement part installation or repair of any such product. Barton Medical's sole obligation
and your exclusive remedy under this warranty shall be limited to such repair and/or replacement.

For warranty service, please contact Barton Medical. Do not return products without our prior consent.

LIMITATIONS AND EXCLUSIONS: The foregoing warranty shall not apply to:

Serial numbered products if the serial number has been removed or defaced;

Products subjected to negligence, accident, improper operation, maintenance, or storage;

Products modified without Barton Medical's express written consent including, but not limited to,
modification through the use of unauthorized parts or attachments;

Products damaged by reason of repairs made to any component without the specific consent of Barton
Medical; or to

Products damaged by circumstances beyond Barton Medical's control.

Such evaluation will be solely determined by Barton Medical. The warranty shall not apply to problems
arising from normal wear or failure to adhere to these instructions.

THE FOREGOING WARRANTY IS EXCLUSIVE AND IN LIEU OF ALL OTHER EXPRESS WARRANTIES.
IMPLIED WARRANTIES, IF ANY, INCLUDING THE IMPLIED WARRANTIES OF MERCHANTABILITY AND
FITNESS FOR A PARTICULAR PURPOSE, SHALL NOT EXTEND BEYOND THE DURATION OF THE
EXPRESSED WARRANTY PROVIDED HEREIN AND THE REMEDY FOR VIOLATIONS OF ANY IMPLIED
WARRANTY SHALL BE LIMITED TO REPAIR OR REPLACEMENT OF THE DEFECTIVE PRODUCT
PURSUANT TO THE TERMS CONTAINED HEREIN. BARTON MEDICAL SHALL NOT BE LIABLE FOR ANY
CONSEQUENTIAL OR INCIDENTAL DAMAGES WHATSOEVER.

THIS WARRANTY SHALL BE EXTENDED TO COMPLY WITH STATE/PROVINCIAL LAWS AND
REQUIREMENTS.

Barton Medical Corporation
5725 Hwy. 290 West, Suite 103, Austin, Texas 78735
Tel: 512-476-7199 Fax: 512-476-7190
E-mail: info@bartonmedical.com
bartonmedical.com
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