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Barton Medical
TITLE

SIZE REV
Not to scale

Hopkins County Memorial Hospital - Rm 2027

DATE 01/21/2008

2027

2028

Line of Soffit above

52 in

*

*Note: Duplex 110VAC shall be less than 5 ft from charger end track.
       Track Safe Working Load = 1000 lbs
       7" shall be available between track and sprinkler heads

Ceiling Track Room Layouts

95 Rev. A




